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or PMA number, if applicable, and
whether the device is currently the
subject of an approved post-market
study under section 522 of the act;

(7) Date the device was initially mar-
keted and, if applicable, the date on
which the manufacturer ceased mar-
keting the device;

(8) Shelf life, if applicable, and ex-
pected life of the device;

(9) The number of devices manufac-
tured and distributed in the last 12
months and, an estimate of the number
of devices in current use; and

(10) Brief description of any methods
used to estimate the number of devices
distributed and the method used to es-
timate the number of devices in cur-
rent use. If this information was pro-
vided in a previous baseline report, in
lieu of resubmitting the information, it
may be referenced by providing the
date and product identification for the
previous baseline report.

EFFECTIVE DATE NOTE: At 61 FR 39869, July
31, 1996, in § 803.55, paragraphs (b)(9) and (10)
were stayed indefinitely.

§ 803.56 Supplemental reports.

When a manufacturer obtains infor-
mation required under this part that
was not provided because it was not
known or was not available when the
initial report was submitted, the man-
ufacturer shall submit to FDA the sup-
plemental information within 1 month
following receipt of such information.
In supplemental reports, the manufac-
turer shall:

(a) Indicate on the form and the en-
velope, that the reporting form being
submitted is a supplemental report. If
the report being supplemented is an
FDA Form 3500A report, the manufac-
turer must select, in Item H–2, the ap-
propriate code for the type of supple-
mental information being submitted;

(b) Provide the appropriate identi-
fication numbers of the report that will
be updated with the supplemental in-
formation, e.g., original manufacturer
report number and user facility report
number, if applicable;

(c) For reports that cross reference
previous reports, include only the new,
changed, or corrected information in
the appropriate portion(s) of the re-
spective form(s).

§ 803.57 Annual certification.
(a) All manufacturers required to re-

port under this section shall submit an
annual certification report to FDA, on
FDA Form 3381, or electronic equiva-
lent as approved under § 803.14. The
date for submission of certification co-
incides with the date for the firm’s an-
nual registration, as designated in
§ 807.21 of this chapter. Foreign manu-
facturers shall submit their certifi-
cation by the date on which they would
be required to register under § 807.21 of
this chapter if they were domestic
manufacturers. The certification pe-
riod will be the 12-month period ending
1 month before the certification date,
except that the first certification pe-
riod shall cover at least a 6-month pe-
riod from the effective date of this sec-
tion, ending 1 month before the certifi-
cation date.

(b) The manufacturer shall designate,
as the certifying official, an individual
with oversight responsibilities for, and
knowledge of, the firm’s MDR report-
ing system. A manufacturer may deter-
mine, based upon its organizational
structure, that one individual cannot
oversee or have complete knowledge of
the operation of the reporting system
at all organizational components or
manufacturing sites owned by the firm.
In this circumstance, the firm may des-
ignate more than one certifying offi-
cial, each of whom will sign a certifi-
cation statement pertaining to his/her
respective identified organizational
component(s) or site(s), provided that
all organizational components and
sites are covered under a certification
statement.

(c) The report shall contain the fol-
lowing information:

(1) Name, address, and FDA registra-
tion number or FDA assigned identi-
fication number of the reporting site
and whether the firm is a manufac-
turer;

(2) Name, title, address, telephone
number, signature, and date of signa-
ture of the person making the certifi-
cation;

(3) Name, address, and FDA registra-
tion number or FDA assigned identi-
fication number for each manufactur-
ing site covered by the certification
and the number of reports submitted
for devices manufactured at each site;

VerDate 14<MAY>98 09:12 May 20, 1998 Jkt 179073 PO 00000 Frm 00048 Fmt 8010 Sfmt 8010 Y:\SGML\179073.TXT 179073-3


